Introduction {#Sec1}
============

Time-domain terahertz spectroscopy (THz-TDS) has diverse applications in material characterization, chemical detection, and industrial quality control^[@CR1]--[@CR13]^. However, most experimental implementations make deployment of the technology outside the laboratory environment difficult due to complex measurement requirements.

THz-TDS systems consist of a pulsed terahertz source and detector triggered by a femtosecond optical pump and probe beam, respectively. Generated terahertz pulses are incident on the sample to be analyzed and the transmitted or reflected terahertz pulses, which carry the sample's spectral signature, are detected. A variable time-delay between the pump and probe beams allows temporal scanning of the generated terahertz pulses after interaction with the analyzed sample. The first THz-TDS systems used mechanical delay lines to scan across the temporal width of terahertz pulses, obtaining timing precision using quality optomechanics. The use of such delay lines however constrained THz-TDS designs in terms of acquisition speed, frequency resolution, and overall size of the measurement apparatus. These limitations were also found in optical pump-probe experiments in which scanning delay lines were used.

A promising alternative for introducing a variable time-delay between the pump and probe beams is optical sampling by cavity tuning (OSCAT)^[@CR14]^, which controls the time-delay by tuning the repetition rate of the femtosecond laser. Although high spectroscopy speeds can be achieved using this approach, the tuning range constraint of the femtosecond laser repetition rate limits the frequency resolution of the spectroscopy system. In addition, the scanning time window is predefined when using this approach and an additional optical delay stage should be added to the system for an initial calibration. Another alternative technique for achieving high spectroscopy speeds is electronically-controlled optical sampling (ECOPS)^[@CR15]^, which uses two femtosecond lasers. The difference between the repetition rates of these lasers is controlled electronically, usually by a piezoelectric transducer tuning the cavity length of one of the lasers. However, similar to OSCAT systems, an additional optical delay stage is necessary for an initial system calibration and adjustment of the scanning time window. Moreover, the use of two femtosecond lasers makes the system less compact than the traditional THz-TDS systems. High-speed THz-TDS using a single laser was recently demonstrated through polarization-controlled optical sampling (SLAPCOPS)^[@CR16]^. The system uses a unique laser consisting of two ring resonators sharing the same pump diode and gain section. However, similar to OSCAT and ECOPS techniques, SLAPCOPS THz-TDS requires a phase control unit to precisely control the repetition rate difference between the pump and probe laser pulse trains and the jitter in the phase-control electronics can have detrimental effects on the spectral accuracy, dynamic range, and bandwidth of the spectroscopy system.

Another promising alternative for high-speed THz-TDS is asynchronous optical sampling (ASOPS). ASOPS was first demonstrated in the context of optical pump-probe experiments to address the limitations of mechanical delay lines^[@CR17]--[@CR19]^. Later, it was proved to have similar utility in THz-TDS and terahertz asynchronous optical sampling systems (ASOPS-THz-TDS) based on electronic delay lines or multiple lasers were developed over the last few years^[@CR20]--[@CR23]^. ASOPS-based terahertz dual-comb spectroscopy systems were also developed, which provide frequency resolutions finer than those of ASOPS-THz-TDS systems^[@CR24],[@CR25]^. These ASOPS-based terahertz spectroscopy systems also eliminate mechanical delay lines and speed up data acquisition considerably. However, mechanical complexity is traded for electronic complexity, often requiring numerous phase-locked loops or stabilization electronics. Moreover, these systems often utilize two femtosecond lasers, which increase the complexity, size, and cost of THz-TDS systems.

A number of multiplexed mode-locked laser (MML) platforms have emerged recently, which are capable of emitting the pump and probe pulses from a single cavity simultaneously. An improved timing performance can be achieved by MMLs in free-running mode since environmental effects such as vibration and temperature variations tend to affect both pump and probe repetition rates similarly. MMLs may be multiplexed in wavelength, polarization, or propagation direction^[@CR16],[@CR26]--[@CR40]^. In some of these systems, the difference in repetition rates is stable enough to support ASOPS-THz-TDS and dual THz comb heterodyning^[@CR30],[@CR37]^. For all MML platforms, pulse repetition rate differences are determined predominantly by linear effects of group velocity dispersion and birefringence. The effect of dispersion and birefringence on group delay, τ, and repetition rate difference, $\documentclass[12pt]{minimal}
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                \begin{document}$${\rm{\Delta }}{n}_{ave}$$\end{document}$ is the average birefringence, and *l* is the cavity length. When there is no average birefringence between the two pulse trains and the oscillator is wavelength multiplexed with a filtering mechanism, as in the recent demonstrations of ASOPS-THz-TDS and dual THz comb heterodyning^[@CR30],[@CR37]^, very small sampling steps may only be accomplished by cavity dispersion management since there is a practical limit to repetition rate. By contrast, bidirectional schemes and polarization multiplexed systems do not have this limitation since they do not constrain the difference in center wavelength, and polarization multiplexed systems have the additional ability to offset group dispersion delay with birefringence^[@CR29],[@CR40]^.

In this report, we demonstrate a system for self-triggered ASOPS-THz-TDS using bidirectional operation of a single mode-locked fiber laser^[@CR26],[@CR27],[@CR41]^ and the efficient terahertz power generation and detection of plasmonics-enhanced photoconductive nanoantennas^[@CR42]--[@CR49]^. In doing so we eliminate the mechanical and electronic complexity and perform THz-TDS over a 0.1--2 THz bandwidth with dynamic range of more than 70 dB, without using any moving parts and/or servo control electronics.

Experimental Apparatus and Methods {#Sec2}
==================================

Bidirectional Laser System {#Sec3}
--------------------------

The laser system used in this experiment (shown in Fig. [1](#Fig1){ref-type="fig"}) is a modification of a design that has been used previously for free-running dual-comb spectroscopy in the near infrared regime^[@CR26],[@CR27]^. The oscillator is a dispersion-managed soliton bidirectional oscillator with a net anomalous cavity dispersion^[@CR41]^, which uses a carbon nanotube saturable absorber and requires tuning of a polarization controller to obtain bidirectional mode-locking. The oscillator has two outputs in the clockwise (CW) and counterclockwise (CCW) directions. Both oscillator outputs are made polarization maintaining (PM) to align the optical pump and probe fields reliably along the optimum axis of the plasmonics-enhanced photoconductive nanoantennas. These outputs are only 0.5 nm apart in center wavelength (Fig. [2(a)](#Fig2){ref-type="fig"}). After amplification in PM erbium-doped gain fibers, the pulses are compressed with a standard PM single-mode fiber (SMF) down to 70 fs in the CCW direction and 65 fs in the CW direction as can be seen in Fig. [2(b) and (c)](#Fig2){ref-type="fig"}. Although mode-locking does not self-start, the system is capable of maintaining mode-locking for days at a time once started by adjusting the polarization in the laser cavity. The repetition rate *f*~*r*~ of the outputs is measured to be around 61.702 MHz, with a repetition rate difference ∆*f*~*r*~ of approximately 30 Hz, leading to a magnification factor of *M* = *f*~*r*~*/*∆*f*~*r*~ ≈ 2 × 10^6^ and a pulse-to-pulse delay of $\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$\tau ={\rm{\Delta }}{f}_{r}/{f}_{r}^{2}\approx 8\,fs$$\end{document}$.Figure 1Schematic of the bidirectional mode-locked fiber laser. The master oscillator power amplifier system is comprised of a non-PM oscillator and PM erbium-doped fiber amplifiers (EDFAs).Figure 2(**a**) Spectra of the CW and CCW laser outputs before amplification. The CW arm has a 6.0 nm bandwidth at a center wavelength of 1555.7 nm. Simultaneously, the CCW arm has a 7.7 nm bandwidth at a center wavelength of 1555.2 nm. (**b**,**c**) The amplified CCW and CW output pulses monitored using an autocorrelator, showing pulse compression down to 70 fs and 65 fs, respectively. (**d**) Measured repetition rate difference, ∆*f*~*r*~, over 300 seconds.

The quality of the asynchronous optical sampling can be described purely in terms of the time stability of the magnification factor *M* = *f*~*r*~*/*∆*f*~*r*~, which is quantified as:$$\documentclass[12pt]{minimal}
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Assuming that the repetition rate *f*~*r*~ and repetition rate difference ∆*f*~*r*~ fluctuations are (at worst) anti-correlated and their noises add:$$\documentclass[12pt]{minimal}
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The quantity *σ*~*M*~/*M*, which we term the 'magnification deviation', directly relates to the error in the asynchronous sampling rate, yielding non-uniform sampling. While each repetition rate *f*~*r*~ may have a deviation $\documentclass[12pt]{minimal}
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                \begin{document}$${\sigma }_{{\rm{\Delta }}{f}_{r}}\,$$\end{document}$on the order of *µ*Hz or lower over the same duration^[@CR26]^. Thus, it is clear that even though experiments have shown repetition rate differences to drift together in multiplexed single-oscillator systems like ours, the drift in ∆*f*~*r*~ is the dominant factor controlling the quality of the ASOPS-THz-TDS. In this experiment we observed a slow drift in ∆*f*~*r*~, which nevertheless allowed for averaging of 1000 traces over a ∼ 30 second interval to enhance the dynamic range of our ASOPS-THz-TDS.

Time Domain Terahertz Spectroscopy System {#Sec4}
-----------------------------------------

A schematic diagram of the THz-TDS setup is sketched in Fig. [3(a)](#Fig3){ref-type="fig"}. Each arm of the bidirectional mode-locked fiber laser generates femtosecond pulses with a 120 mW power at \~1556 nm center wavelength. One laser output is focused onto a plasmonic photoconductive nanoantenna emitter array fabricated on an ErAs:InGaAs substrate to generate pulsed terahertz radiation^[@CR46]^. The generated terahertz radiation is routed and focused onto a plasmonic photoconductive nanoantenna detector array^[@CR47]^ fabricated on a low-temperature-grown GaAs substrate using two off-axis parabolic mirrors. The plasmonic photoconductive nanoantenna detector array is designed to operate at \~780 nm wavelength, so the other laser output passes through a periodically-poled Lithium Niobate (PPLN) crystal for second harmonic generation and the generated optical beam is focused onto the plasmonic photoconductive nanoantenna detector array. The generated photocurrent by the terahertz detector is amplified using a current amplifier (Femto DHPCA-100, amplification factor: 10^6^, bandwidth: 1.8 MHz) and recorded using a PCI digitizer card (AlazarTech ATS660). A trigger signal is typically required in ASOPS THz-TDS measurements to create an accurate time-base for the captured temporal traces. To generate this trigger signal, a small portion of the two laser output pulses is coupled and the interfered beam is sent to a photodetector (New Focus Model 1611). The photodetector output passes through a bandpass filter to obtain the generated interferogram from the two overlapping optical pulses. The generated interferogram, which serves as the trigger signal, is sent to the PCI digitizer for data acquisition and time-base creation.Figure 3(**a**) Schematic of the THz-TDS setup with an external trigger. A 200-ps window of a single-trace time-domain photocurrent and the corresponding power spectrum obtained by the single-trace acquisition are shown in (**b**,**c**), respectively.

Results and Discussion {#Sec5}
======================

The acquisition time of a single photocurrent trace is inversely proportional to the repetition rate difference of the two laser outputs. The single-trace photocurrent acquisition time for the constructed THz-TDS system is 33 ms. Figure [3(b)](#Fig3){ref-type="fig"} shows a 200-ps window of the single photocurrent trace obtained from the terahertz detector. To obtain the power spectrum, the recorded photocurrent pulse is truncated to an 800-ps window with an asymmetric Hann window and the Fast Fourier Transform of the windowed pulse is calculated (Fig. [3(c)](#Fig3){ref-type="fig"}). The dynamic range of the resolved power spectrum from a single-trace acquisition is more than 20 dB, larger than that of the recently-demonstrated dual-comb spectroscopy systems based on dual-wavelength mode-locked lasers^[@CR30]^. The spectral lines of water vapor at 0.557 THz and 0.753 THz are clearly observed in the resolved power spectrum.

In order to reduce the noise level, increase the bandwidth and dynamic range of the obtained terahertz spectrum, multiple photocurrent traces are recorded and averaged. Since the repetition rate difference, ∆*f*~*r*~, stays almost constant over a long time, no post-processing is required to fix the time-base of different captured photocurrent pulses. To demonstrate the effect of averaging multiple photocurrent traces, power spectra obtained over different acquisition times are compared in Fig. [4(a)](#Fig4){ref-type="fig"}. As the number of the averaged traces increases, the noise level is reduced and a larger terahertz bandwidth is achieved. Approximately 1000 pulse traces are obtained in a 30-second data acquisition.Figure 4(**a**) The resolved power spectra for the acquisition times of 33 ms, 330 ms, 3.3 s, and 30 s. (**b**) The resolved power spectra over 30 seconds for externally-triggered and self-triggered systems in comparison with the HITRAN water absorption lines^[@CR54]^.

Next, the trigger system is eliminated and a self-triggered ASOPS THz-TDS system is constructed, which uses the generated photocurrent by the terahertz detector to trigger the digitizer card. The resolved power spectrum of the self-triggered THz-TDS system for a 30-second data acquisition time is shown in Fig. [4(b)](#Fig3){ref-type="fig"} (red curve). Comparison of the resolved power spectrum with the spectrum obtained using an external trigger (blue curve) shows that the self-triggered THz-TDS system offers the same signal-to-noise ratio, spectral bandwidth and accuracy as the externally-triggered THz-TDS system. This indicates the stability of the bidirectional mode-locked laser in terms of the repetition rate difference and the output power.

The ultimate factor that limits the frequency resolution of the ASOPS-THz-TDS system is the repetition rate of the laser outputs. However, the frequency resolution cannot usually reach this limit because of the uncertainties added due to the drift in the repetition rate difference of the two laser outputs. Additionally, the output photocurrent time-window duration used for calculating the power spectrum adds another limitation to the frequency resolution. The theoretical limit for the spectral resolution of the presented ASOPS THz-TDS system determined by the repetition rate of the laser outputs is 62 MHz. However, the use of an 800-ps time-window results in a 1.2 GHz spectral resolution. The spectral resolution can be further reduced to 62 MHz by using the full photocurrent temporal span, which naturally results in an increase in noise level and reduction in dynamic range. Moreover, sub-repetition-rate frequency resolution can be achieved by utilizing a dual-comb terahertz spectroscopy system through recording the terahertz pulse trains over long time-windows^[@CR25],[@CR50],[@CR51]^ or interleaved sampling^[@CR52],[@CR53]^, at the expense of a higher noise and reduced dynamic range.

To verify the accuracy of the resolved spectra, the frequency of the water spectral lines observed with the ASOPS THz-TDS system based on the bidirectional mode-locked laser is compared with the water absorption lines obtained from the HITRAN database^[@CR54]^ (Fig. [4(b)](#Fig4){ref-type="fig"} yellow lines). As it can be seen in Fig. [4(b)](#Fig4){ref-type="fig"}, a good agreement is found between the resolved water spectral lines by the ASOPS-THz-TDS system and the HITRAN dataset up to 2 THz. However, due to the increased noise level, it becomes harder to distinguish the spectral lines from the noise fluctuations above 1.65 THz. The mean deviation of the frequency of the spectral lines resolved by this system and those obtained from the HITRAN database is calculated as 563 MHz for frequencies below 1.65 THz, demonstrating the spectral accuracy of the spectroscopy system. It should be also noted that the environmental factors, such as humidity, temperature, and pressure are also partly responsible for this deviation.

Even though we show that there is no difference in terms of operation bandwidth and dynamic range between self-trigger and external-trigger operations, one should remember that the external trigger is necessary to have accurate knowledge of the timescale. Even though self-triggered operation is more than sufficient for various applications of terahertz science and technology, a time reference is still needed for many unique applications of THz-TDS where the temporal position of the measured signal is important.

Although we have demonstrated ASOPS-THz-TDS with a single free-running laser, reducing the need for a second laser, mechanical delay line, and locking electronics, the performance of the system can still be improved to offer higher dynamic ranges and broader bandwidths than the achieved 70 dB dynamic range over the 0.1--2 THz frequency range^[@CR23],[@CR55],[@CR56]^. Several factors have limited the dynamic range and bandwidth of the demonstrated ASOPS THz-TDS system.

The main limitation on the system performance is the shape and duration of the optical pulses generated in the amplifiers using a soliton-compression scheme. Even though CW and CCW arms offer 65- and 75-fs FWHM pulses, respectively, their relatively large pulse pedestals broaden the overall pulse-width used for pumping/probing the terahertz source/detector, thus, ultimately producing slower transient photocurrent and narrower operation bandwidth for the ASOPS-THz-TDS system.

Deviations in the repetition rate difference of the two laser outputs, ∆*f*~*r*~, is another important factor impacting the most important specifications of the spectroscopy system. These deviations can cause two serious problems: aperiodic sampling with random fluctuations and time-base distortion. As the repetition rate difference drifts during data acquisition, the time difference between the two output pulses from the bidirectional laser varies uncontrollably, leading to random fluctuations in data sampling. An analogy can be made between this uncertainty in the repetition rate difference and the uncertainty in the position of mechanical delay stages used in traditional THz-TDS systems. A delay stage with low accuracy can cause such fluctuations in sampling as well, which are proven to limit the dynamic range of the spectroscopy system^[@CR57]^. Similarly, the aperiodic sampling due to the deviations in the repetition rate difference of the two laser outputs is one of the main factors limiting the dynamic range of the presented spectroscopy system. The negative impact of the time-base distortion in the recorded output photocurrent traces is more apparent when averaging multiple traces. If the time-base of the traces are not the same, averaging can degrade the spectral resolution, add undesirable artifacts to the spectrum, and decrease the sharpness of the resolved spectral lines. Again, an analogy can be made between this time-base distortion and the time-base distortion caused by the repeatability of delay stage positions in traditional THz-TDS systems^[@CR58]^.

Mode-locked oscillators with polarization control are typically sensitive to movement and environmental perturbations like temperature fluctuations and vibration. Thermal stabilization and vibration isolation can help to minimize the fluctuations in optical output power level and deviation of *M*. While phase-locking electronics may be complex and costly with two laser systems, single multiplexed oscillator ASOPS-THz-TDS might only require stabilizing one degree of freedom for high resolution performance, especially when using an external trigger.

Both the terahertz emitter and the detector have better performance under higher-power optical illumination^[@CR46],[@CR47]^. Therefore, adding another amplification stage to the laser would help to increase the dynamic range and operation bandwidth of the ASOPS-THz-TDS system. Moreover, the terahertz detector used in this experiment is designed to operate at a 780-nm wavelength. Second harmonic generation is achieved with 40% conversion efficiency by using a PPLN crystal. The performance of the system would improve with a terahertz detector operating at the laser wavelength while offering similar performance.

Self-triggered ASOPS-THz-TDS has been demonstrated with a single bidirectional mode-locked fiber laser and plasmonics-enhanced photoconductive nanoantennas. Terahertz spectra over a 0.1--2 THz frequency range with more than a 70 dB dynamic range are resolved for a 30-second measurement time, revealing water absorption lines matching the HITRAN database, through a light-weight and compact spectroscopy setup.
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